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Abstract. [Purpose] Although shortwave diathermy has been widely used by physiotherapists, there are a few 
studies assessing the performance of the equipment in use. The aim of the present study was to evaluate the proce- 
dures adopted by physiotherapists as users of shortwave diathermy continuous (CSWD), as well as to measure the 
power output and frequency of CSWD equipment. [Subjects and Methods] Twenty-three physical therapists were 
interviewed and 23 CSWD equipment were evaluated. Admeasurement was carried out by using a standard phan- 
tom to simulate the electrode-skin distance, which ranged from 0.5 to 3.0 cm. Data analysis was performed by using 
descriptive statistics, ANOVA, and a post-hoc Tukey's test or Pearson's correlation coefficient. [Results] The ques- 
tionnaires showed that 48% of the interviewees use the correct electrode-skin distance, 70% use a single electrical 
outlet, and 35% use a grounded electrical outlet, and that 48% of the physiotherapy tables and 61% of the plinths 
were made of wood. However, only 13% of the interviewees perform yearly preventive maintenance. The highest 
power (95.56 W) was achieved at electrode-skin distances ranging from 1.0 to 1.5 cm, with distances of 2.5 cm and 
3.0 cm being null in four and eight equipment, respectively. There was a negative correlation between power output 
and electrode-skin distance as well as between power output and purchase date. [Conclusion] The physiotherapists 
involved in this study had inadequate knowledge about the correct use of CSWD equipment, which may adversely 
affect its performance and patient safety. 
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INTRODUCTION 

Although shortwave diathermy (SWD) equipment has 
been widely used in physiotherapy clinics for more than 
40 years, there are a few studies assessing the performance 
of the equipment in use. Standards for the manufacture of 
this equipment in Brazil were established by the Brazil- 
ian Association of Technical Standards (ABNT) based on 
the Brazilian Regularisation Standards - NBR IEC 601-1, 
regulating the safety use of electro-medical equipment and 
serving as the basis for particular security standards 1 '. More 
specifically, NBR IEC 601-2-3 (Electro-medical equipment 
- Part 2: particular security norms for short-wave therapy 
equipment) determines a maximum operating power output 
of 500 W 2) , which is an important parameter for minimizing 
risks to the patient. 
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In a review of clinical trials with SWD, Shields et al. 3 ' 
noted the emphasis given by researchers on reporting the 
power selected without considering the electrode-skin dis- 
tance. Because the absorbed dose is not measured, the level 
of power is empirically reported as either the equipment's 
selector position or patient's sensation. This fact is also ob- 
served in the clinical practice, where variables interfering 
with the energy applied are neglected, such as treatment 
length, pulse setting, and average power, which should be 
measured at an electrode-skin distance ranging from 1.0 to 
1.5 cm, as the average power of interest is not that displayed 
on the equipment's panel but that the equipment is capa- 
ble of applying to the patient, considering the resistances 
of different tissues under the electrodes. The combination 
of these parameters will determine the amount of energy 
applied to the tissue, which consequently may or may not 
generate therapeutic effects. 

Knowing that maintenance procedures and application 
techniques, in association with the average power emit- 
ted by the equipment, have repercussions on therapeutic 
responses, the objective of this study was to evaluate the 
procedures used by physiotherapists for the application of 
shortwave diathermy and measure the power output and 
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Table 1. Characterization of the shortwave diathermy equipment grouped by brand and model (n = 23) 



Company 


Model 


Type of pulse 
Continuous - C 
Pulsed - P 


Frequency 
(MHz) 


Power Out 
Potency 
Informed 


Connec- 
tions 


Cables and 
Electrodes 


Sample 


BIOSET * 


Thermopulse Compact 


C 


27.12 


100 


OK 


OK 


4 


BIOSET * 


Thermowave 


C 


27.12 


380 


OK 


OK 


3 


CARC1 # 


Diatermed 


C 


27.12 


240 


OK 


OK 


2 


CARC1 # 


Diatermia 4025 


C 


27.12 


— ¥ 


OK 


OK 


5 


IBRAMED § 


Thermopulse 


C-P 


27.12 


180 


OK 


OK 


3 


KROMAN ♦ 


Termotron 


C 


27.12 


— ¥ 


OK 


OK 


1 


KLDoo 


Diatermax 


C 


27.12 


200 


OK 


OK 


2 


KWf! 


Efrom 


C 


27.12 


400 


OK 


OK 


3 



¥ Equipment out of production and value not reported by the manufacturer. 

Addresses: * 1212, Avenue 55, Rio Claro, SP, Brazil; * 246, Dr. Siqueira Campos, Sao Paulo, SP, Brazil; §50, Milao, Am- 
paro, SP, Brazil; ♦ 35, Joaninha Carpinelli Fortes, Ribeirao Pires, SP, Brazil; go 610, Avenue Europa, Amparo, SP, Brazil; 
0 1211, Augusto Barassa, Amparo, SP, Brazil 



frequency of CSWD equipment. 

SUBJECTS AND METHODS 

After determining the physiotherapy clinics located in 
two cities in the state of Sao Paulo, Brazil, using a tele- 
phone directory, 38 physiotherapy clinics were contacted 
by telephone to determine whether they used continuous 
shortwave diathermy (CSWD) equipment, and 31 of the 
clinics had the equipment, with 8 of the clinics not provid- 
ing CSWD. After personal contact, 23 clinics and 23 pieces 
of equipment were included in the evaluation. 

The study was conducted in two phases: 1) application of 
a questionnaire to survey use conditions, and verification of 
user qualifications with regard to common knowledge con- 
cerning the application of SWD and 2) evaluation of equip- 
ment being used. 

Questionnaire application 

A self-completion questionnaire developed in Labora- 
tory of Physiotherapeutic Resources (LARF) with open 
and closed questions regarding the procedures used by the 
physiotherapists during the use of CSWD equipment as 
well as questions related to the proper equipment was ap- 
plied, including maintenance routine and knowledge about 
technical safety standards for which the practitioner was 
responsible. All 23 physiotherapists, who were the heads of 
their respective services, participating in the study received 
and signed a consent form, and they were informed about 
the study prior to the start of the present work. The research 
project was approved by the Committee of Ethics in Re- 
search, protocol 12/07. 

The questions compiled for this study contemplated the 
year of purchase of the equipment, electrode-skin distance 
used, whether or not a single socket and grounded electrical 
socket were used, material (metal or wood) used for support 
equipment and the stretcher, positioning of electrodes used 
more (transverse or longitudinal), type of electrode (plaque 
or Schliephake), and CSWD interference caused by other 



equipment (list in descending order). The questions were 
asked in Portuguese. The average time required to fill out 
the questionnaire was 10 minutes. 

Evaluation of shortwave diathermy continuous equip- 
ment 

In the second phase of the study, 23 pieces of equipment 
in continuous mode were evaluated; the sample consisted 
of eight models from six national manufacturers (Table 1). 
Measurements of all equipment in this study were carefully 
performed in the Laboratory of Physiotherapeutic Resourc- 
es (LARF), with no other equipment being on at the time 
in order to avoid any possible interference. Collection of 
measurements was performed between July 2010 and April 
2011. 

To measure the maximum power emitted continuously, 
a CSWD wattmeter (Phantom, model 460, Enraf Nonius, 
Rotterdam, The Netherlands) was used with an analogy 
scale set for powers ranging from 0 to 500 W. The short- 
wave electrodes were positioned at each side of the phantom 
in such way that they could simulate different electrode- 
skin distances, namely, 0.5, 1.0, 1.5, 2.0, 2.5 and 3.0 cm. An 
oscilloscope (TDS-210, Tektronix, Beaverton, OR, USA) 
was connected at one of the output cables of the CSWD 
equipment, thus allowing the frequency to be measured. 

After connecting the CSWD equipment to the phantom, 
the electrode distance was set at 0.5 cm, and the equipment 
was turned on for three minutes at zero intensity, that is, 
standby. After this period of time, the maximum power can 
be achieved, and the maximum syntonization can then be 
adjusted. Next, the electrodes were positioned at 0.5 cm 
further, and data collection procedures were resumed. 

Descriptive statistics were used for the data obtained 
from the questionnaire, whereas quantitative analysis was 
performed by using the Shapiro-Wilk test to demonstrate 
data normality for power and frequency, including ANOVA 
followed by a post-hoc Tukey's test. For analysis of corre- 
lation, Pearson's test was applied. The BioEstat® 5.3. soft- 
ware was used, and the significance level was set to p<0.05. 
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RESULTS 

In the present study, 23 pieces of CSWD equipment for 
physical therapy use (from BIOSET, CARCI, IBRAMED, 
KLD, KW and KROMAN) were evaluated. As these pieces 
of equipment were already being used in the clinics, the 
brands were not taken into account in the measurement pro- 
cedures because the use conditions were not controlled. On 
visual inspection, it was noted that all the pieces of equip- 
ment were in good use condition, with their connections 
intact and adjusted and cables and electrodes having proper 
electrical isolation (Table 1). 

A continuous pulse setting was present in 100% (n=23) 
of the equipment, with only 13% (n=3) presenting a pulsed 
setting, and 43% (n=10) had complete documentation from 
the manufacturer. Further information on the equipment 
was obtained from websites or by consulting the manu- 
facturer directly. It was found that the equipment purchase 
dates ranged from 10 to 107 months, with a median of 60 
months. 

The results of the questionnaire showed that 26% 
(n=6) of the interviewees used an electrode-skin distance 
of 0.5 cm, 48% (n=ll) used an electrode -skin distance of 
1.0 cm, and the remaining used an electrode-skin distance 
between 1.5 and 3.0 cm. It was notable that 70% (n=16) of 
the interviewees used a single electrical outlet and that 35% 
(n=8) used a grounded electrical outlet, and only 48% (n=ll) 
of the physiotherapy tables and 61% (n=14) of the plinths 
were made of wood. With regard to the positioning of the 
electrodes, 48% of the interviewees used a longitudinal po- 
sition, and the other 52% (n=12) used a transversal position. 
The most frequently cited interferences were radio (100%), 
low-frequency electrical therapy devices (63.6%), and wire- 
less telephones or mobile phones (63.6%). Plaque-type elec- 
trodes were the most used type of electrodes (80.7%). 

When the physical therapists were asked about main- 
tenance procedures, only 13% reported that they sent the 
equipment to the manufacturer for maintenance or preven- 
tative maintenance each year, 52% reported that they exam- 
ined the functioning of their equipment qualitatively before 
deciding that maintenance was needed, 22% reported that 
they sent their equipment for maintenance only after ob- 
serving that the patient warming had decreased, and 13% 
did not respond. When asked about whether their equipment 
was in good conditions for clinical use, all the interviewees 
answered positively, with 70% basing their determinations 
on patient warming, 21.5% performing qualitative tests 
with fluorescent lamps, and 8.5% reporting nothing at all. 

All the physical therapists recognized the need to syn- 
tonize their equipment in order to achieve the desired heat, 
but few (21%) could explain what that meant to integrate the 
resistance of biological tissues to the capacitive circuit of 
the equipment. 

With regard to the quantitative assessment, the results 
demonstrated that there is a relationship between power 
generated in the patient circuit and electrode-skin distance, 
with a significant positive correlation (r = 0.85) between 
the distances of 0.5 and 1.0 cm. From distances of 1.0 and 
1.5 cm (95.5 ± 37.7 W and 95.1 ± 37.9 W, respectively), there 



Table 2. Maximum power (watts) emitted by shortwave dia- 
thermy equipment considering the different simulated 
electrode-skin distances by equipment (n = 23) 



Equipment Simulated electrode-skin distances (cm) 





0.5 


1.0 


1.5 


2.0 


2.5 


3.0 


1 


163 


176 


173 


173 


120 


71 


2 


98 


147.5 


150 


154 


121 


138.5 


3 


102 


141 


144 


84 


30 


0 


4 


118 


138 


143 


47 


0 


0 


5 


97 


135 


135 


76 


0 


0 


6 


64 


132.5 


124 


110 


68 


45 


7 


75.5 


122.5 


121 


105 


104 


71.5 


8 


45 


120 


126 


119.5 


92.5 


49 


9 


75.5 


115.5 


104 


63 


25 


25 


10 


54 


98 


91.5 


91 


70.5 


42 


11 


89 


95 


97 


95 


92.5 


95.5 


12 


74 


81 


73.5 


18 


0 


0 


13 


76 


78.5 


79 


84 


91 


90 


14 


30 


78 


84 


23 


0 


0 


15 


46 


76.5 


81 


76 


75 


58 


16 


64 


71.5 


72 


75.5 


91.5 


95 


17 


72 


69 


71 


40 


25 


0 


18 


52 


69 


61 


66 


65 


66 


19 


60 


65 


78 


70 


45 


0 


20 


14 


54 


56 


13 


12 


42 


21 


32.5 


48 


46 


35 


30 


0 


22 


46 


46 


41.6 


40 


32.5 


32.5 


23 


47 


40 


37.5 


32.5 


30 


25 



was a constant decrease in the average power at the distanc- 
es of 2.0, 2.5 and 3.0 cm (73.5 ± 41.2 W; 57.1 ± 37.2 W and 
46.8 ± 36.0 W), thus demonstrating an almost perfect nega- 
tive correlation (r = - 0.98). At the electrode-skin distances 
of 2.5 and 3.0 cm, it was found that 17.4% and 34.8% of the 
equipment emitted no energy at all, respectively (Table 2), 
with the equipment being comprised of three models from 
three manufacturers. 

Because our sample of CSWD equipment was heteroge- 
neous, with great variation in the power emitted, we opted 
to analyze them individually by simulating the electrode- 
skin distance. CSWD equipment numbersl to 9 emitted 
enough power to warm depths of 1.0 to 1.5 cm at a power 
higher than 100 W (Table 2), and were comprised of four 
models from four manufacturers, which were ordered by 
column representing the simulated distance of 1.0 cm - in- 
formed by the manufacturers as being the ideal distance for 
generating high power. Among these pieces of equipment, 
only CSWD equipment 1, 2, and 7 were capable of emitting 
power higher than 100 W as the electrode-skin distance in- 
creased up to 2.5 cm. On the other hand, it is worth empha- 
sizing that the majority of the equipment exhibit a great re- 
duction in power generation as the distance increases, thus 
indicating their incapacity to heat deeper tissues. 

The frequency of the electromagnetic waves showed 
no variation during the different simulations of electrode- 
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skin distances, with the average being 29.81± 0.41 MHz 
and minimum and maximum values being 24.25 MHz and 
32.43 MHz, respectively. 

It is expected that the wear of any electrical electronic 
equipment is influenced by its use over time. Within this 
context, there was a strong correlation between the vari- 
ables of "purchase date" and "mean power" (r = - 0.77). 

DISCUSSION 

The date of purchase of SWD equipment is of para- 
mount importance for preventive maintenance, since lack 
of knowledge about that and absence of a secure guaran- 
tee make it difficult to identify usage time and wear. In the 
present study, 23 pieces of CSWD equipment in use for up 
to 107 months from the purchase date were evaluated, and 
only 13% of the physical therapists sent their equipment 
for preventive maintenance every year. Better results were 
found by Gruber et al. 4 ', who found that of the 20 pieces 
of CSWD equipment evaluated, 10% were sent for mainte- 
nance every six months or when they presented some fail- 
ure, and 60% of the therapists said they did it yearly. Among 
the others, 20% never sent their equipment for preventive 
maintenance, and 10% did not know when the equipment 
had last been sent for maintenance. The Chartered Society 
of Physiotherapy (CSP) in the United Kingdom has recom- 
mended that the maintenance of SWD equipment should be 
performed at regular intervals of six months 5 ', whereas the 
Brazilian Standards (NBR IEC 601-1 - Electric medical 
equipment - Part 2: General safety requirements) indicate 
annual maintenance 1 '. Some factors such as constant use of 
the equipment, purchase date, lack of maintenance, or in- 
correct usage can influence their functioning and lead to a 
drop in power generation, thus interfering with the desired 
therapeutic response. 

The frequency of the patient circuit is rigorously con- 
trolled according to the tolerance specified by the Brazil- 
ian Association of Technical Standards. The diathermy 
equipment commercially available in Brazil operates at a 
frequency of 27.12 MHz. In the present study, however, the 
examined pieces of SDW equipment exhibited great varia- 
tion in their frequencies (24.25 to 32.43 MHz), and only one 
was found to be in accordance with the current standards. 
This parameter interferes with the therapeutic effects and 
expected results from the application of CSWD, since it is 
known that the higher of the frequency of electromagnetic 
waves the greater the energy generated 6 '. 

During therapy, the most important power is that con- 
verted into heat in the tissue, that is, the patient circuit pow- 
er. This power depends on both correct tuning and the pow- 
er generated by the equipment, which may vary depending 
on the manufacturer and electrode-skin distance. The great- 
er the distance, the greater the effect of deep heat, and the 
smaller the distance, the higher the energy on the surface 
layers 7 '. However, it was found that the highest power oc- 
curred at simulated distances of 1.0 and 1.5 cm, decreasing 
at distances greater than 2.0 cm until reaching zero emission 
in some pieces of equipment. It is worth emphasizing that in 
Brazil, according to the manufacturers, CSWD equipment 



is regulated to generate the highest power at electrode-skin 
distances ranging from 1.0 to 1.5 cm, which was confirmed 
in the present study. The lack of knowledge of such infor- 
mation in practitioners can be seen in the answers given to 
this questionnaire item, for which approximately 50% of the 
respondents reported that they would not be using the cor- 
rect distance to obtain the maximum power. 

There is a diversity of electrodes worldwide, both of ca- 
pacitive and inductive types as well as of several sizes and 
formats. However, only capacitive plates or Schliephake 
electrodes are commercially available in Brazil. In the pres- 
ent study, plate -type electrode was the most widely used by 
the interviewees, a finding also reported by Gruber et al. 4 ', 
who reported that 65% of their subjects used this type of 
electrode, and by Shields et al. 8 ', who reported that 80% and 
65% of their subjects used, respectively, inductive and ca- 
pacitive electrodes. These findings are different from those 
of the study by Shah et al. 9 ', who found that 65% of their 
subjects used inductive electrodes and only 10% used ca- 
pacitive ones, thus showing that the variability in the use of 
different types of electrodes is related to their availability in 
the market, as well as to their costs. It should also be consid- 
ered that capacitive electrodes generate a more superficial 
heating than inductive ones, and consequently, the thermal 
sensation felt by the patient cannot be taken into account as 
a parameter of sufficient generation of energy. 

There is no current consensus on which dosage is ideal 
for the treatment of different types of pathologies involving 
several types of tissues. Of course, all the parameters — fre- 
quency, peak power, average power, and treatment length 
- contribute to the amount of total energy deposited during 
application, thus interfering with the therapeutic outcome. 

That is the importance of having reliable and trustwor- 
thy equipment regarding the parameters in question. Oth- 
erwise, equipment generating power inferior to that speci- 
fied at an inadequate frequency could not yield the desired 
therapeutic effects, thus resulting in waste of time and fi- 
nancial harm to both practitioner and patient. Gruber et al. 4 ' 
reported that non-calibrated equipment and equipment out 
of the standards can also result in damage to patients and 
therapists. 

In addition, there exist a greater number of issues to be 
discussed if we consider the risks out-of-standard equip- 
ment can bring to the health of the practitioner who uses 
them, since relatively large and potentially dangerous elec- 
tromagnetic fields are found in the surroundings of SWD 
equipment and micro-wave devices used in the physical 
therapy services 10 '. 

It is not possible to safely determine the risks and ef- 
fects of this type of radiation on human body in the long 
term. Therefore, it is important that physical therapists take 
care to maintain a minimum distance of 1.5 m from the 
electrodes and cables and 2.0 m from the equipment during 
treatments. With regard to the pulsed setting, they should 
maintain a minimum distance of 1.0 m from electrodes and 
cables and 1.5 m from the equipment. In this way, the dan- 
ger of excessive exposure can be minimized. Such informa- 
tion is not known by the majority of the practitioners 9 ' n \ 

In Brazil, there is no regulation limiting the exposure 
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of physical therapists to electromagnetic fields generated 
by diathermy equipment. However, many countries have 
adopted standards close to those established by the Inter- 
national Commission on Non-Ionizing Radiation Protec- 
tion, which recommends limits of 61 V/m and 0.16 A/m for 
frequencies ranging from 10 to 400 MHz 12 '. These limits 
are not met in many countries worldwide 11 ' 13 ', including 
Brazil 10 >. 

Electromagnetic fields generated by SWD equipment can 
reach neighbouring regions and represent a risk to patients 
and therapists 14 '. These fields can cause interferences with 
adjacent electronic devices, thus compromising the treat- 
ment of other patients and harming equipment and even pa- 
tients 15 '. In the present study, interference was a complaint 
reported by the physical therapists. Another very important 
issue is the presence of metallic materials in the treatment 
facilities, present in 100% of the clinics studied, which can 
cause perturbation in the electromagnetic field 6 '. Therefore, 
one should ensure that physical therapy tables, chairs, and 
supports for the equipment are not made of metal. How- 
ever, it was found that only 48% of the physical therapists 
used wooden tables during CSWD treatment, a percentage 
close to that reported by Gruber et al. 4 ' and Shah et al. 9 ', 
who found that 40% and 33% of their subjects used me- 
tallic tables, respectively. It is of great importance to keep 
the CSWD equipment at a minimum distance of 3.0 m from 
other devices and metallic materials or to place them in an- 
other room whenever possible 16 ' 17 l 

In addition to the cautions mentioned above, a single 
grounded electrical outlet should be used, which was not 
observed in the clinics studied. This is mandatory as a result 
of classification by the NBR IEC 601 and 601-2-3 standards 
for Class I equipment, in which protection against electri- 
cal shock is not based only on isolation but is also based on 
provision of additional safety by preventing accessible me- 
tallic parts from undergoing tension due to isolation failure, 
particularly with regard to the acceptable leakage current 
and reliability of the grounding connection 1, 2 \ 

The results of the present study are in agreement with 
those reported by Gruber et al. 4 ', who showed that 75% 
of the pieces of equipment they evaluated were neither 
grounded nor working well. On the other hand, Shields et 
al. 17 ' reported that all the pieces of equipment they evalu- 
ated were within the limits of normality in terms of electri- 
cal standards. 

Therefore, based on the results of the present study and 
issues discussed, it appears that in addition to exposing 
their health to the risks associated with electromagnetic 
fields, the physical therapists employ CSWD equipment ex- 
pecting outcomes that cannot be determined or predicted 
by them due to the lack of measured resulting from the lack 
of maintenance of their equipment. We believe that the lack 
of preventive maintenance is related to a lack of informa- 
tion among physical therapists, lack of disclosure of such a 
necessity by the manufacturers, and lack of control by gov- 
ernmental agencies. The point favouring preventive main- 
tenance is that the useful life of the equipment is increased; 
that is, its performance and safety during application are 
enhanced, and its costs are reduced. Professional councils 



and control agencies should promote campaigns aimed at 
making physical therapists aware of the need for preventive 
maintenance of their CSWD equipment so that this can be 
realized within a short time. 

We hope that these results can inform teachers of un- 
dergraduate courses in physical therapy about the need for 
discussion concerning the contents of technical standards 
for construction and maintenance of equipment, as well as 
safety professional and patient during use of SWD equip- 
ment. Thus, we hope that our results deepen the knowledge 
base of physical therapists who will be involved with this is- 
sue during their professional activities. Furthermore, man- 
ufacturers must monitor certain information about their 
equipment, such as, the time of sale and the trader respon- 
sible for remembering the need for periodic maintenance. 
We believe that these actions could improve the worrisome 
scenario presented today. 

The results point to poor use of CSWD equipment, which 
may adversely affect its performance and patient safety. 
This finding is inconsistently demonstrated by physical 
parameters, such as the frequency and power output in the 
current standards and lack of environmental control CSWD 
where the equipment is used. More research should be con- 
ducted to analyze the electrical safety of equipment, includ- 
ing investigation of quality control systems and standards 
of good practice that should be followed by manufacturers. 
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